Instrument design and cross-infection.
This article reviews recently reported patient-to-patient transmission of disease during endoscopic procedures and discusses several important instrument reprocessing issues. In addition, the author offers several infection control recommendations to minimize the risk of patient infection during endoscopic procedures.